
L o t # 0 9 - 4 3 - 0 8 0 

P r e p a r e d b y D M R ^ 

P r e p a r e d o n 5 / 2 0 / 2 0 0 9 ^ 0 ^ 

E x p i r e s o n 5 / 2 0 / 2 0 1 0 

A n a l y z e d o n 6 / 1 / 0 9 , 6 / 9 / 0 9 

a n a l y z e d b y D M R a n d A L B 

mc\\ 
0.0805 0.0857 
0.0806 0.0852 
0.0814 0.0850 
0.0811 0.0851 
0.0809 0.0858 
0.0812 0.0862 
0.0805 0.0858 
0.0803 0.0871 
0.0774 0.0916 
0.0788 0.0855 
0.0790 0.0850 
0.0791 0.0855 
0.0786 0.0925 
0.0804 0.0864 
0.0800 0.0866 mean 

T a r g e t 0 .083 

0.001193 0.002387 std dev 

0, o2z3 
0. O&^s 



Chrom Perfect Calibration File 

File Name: C:\Methods\BloodAlcohoI4.cal 
Version: 1 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 5000 
Reference peak area reject threshold: 0 
Amount units: 
No default component 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

Ethanol 

0.00 0.10 0.20 0.30 
Amount Ratio 

0.40 

Expected retention time: 2.722 minutes 
Search window: 0.1 minutes 
Internal standard component: 7 (n-Propanol) 
No retention time reference component 
Group number: 0 

High alarm limit: 0 
Low alarm limit: 0 
Component constant: 0 

Single peak quantification by area 

Y = 2.404099 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 
Average error: 
Average CF: 
RSD: 

0.9999505 
1.569% 
1.959336 
55.980% 

Leve l 

1 

2 

3 

4 

5 

A m o u n t 

0 

0.0296 

0.1022 

0.212 

0.4402 

Response 

(0) 
163124.5 

547112.5 

1139074 

2324632 

C a l F a c t o r E r r o r , % A m o u n t Ra t io Response R a t i o Source 

0.000 0 0 Manua l 

5510963 5.929 0.0296 7.538048E-02 C : \A l coho lDa ta \A l c060509 \A l c060509A .0003 .BND 

5353351 1.450 0.1022 0.2492606 C : \A lcoho lDa ta \A lc060509VAlc060509A.0004 .BND 

5372991 0.294 0.212 0.511165 C : \A l coho lDa ta \A l c060509 \A l c060509A .0005 .BND 

5280854 -0.173 0.4402 1.056453 C : \A lcoho lDa ta \A lc060509VAlc060509A.0006 .BND 

Date and t i m e 

4/11/2005 10:03:40 A M 

6/8/2009 1 1:52:50 A M 

6/8/2009 12:07:56 P M 

6/8/2009 12:22:59 P M 

6/8/2009 12:37:55 P M 

Printed on 6/9/2009 4:25:49 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200 

1000 -

8 0 0 

6 0 0 

4 0 0 H 

2 0 0 

1.0 1.5 2 .0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0017.RAW 
Sample Name = CCS 
Date Taken = 6/9/2009 3:17:22 -PM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohoW.cal 

2.5 3 .0 3 .5 4.0 

Peak 
Number 

4 
7 
8 

Ret Time 
(min) 

Peak 
Name 

2.73 
3.58 
4.03 

Ethanoi 
t-Butanol 
n-Propanol 

Today's Time = 3:17:27 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Area 

556402 
1756997 
2216863 

Printed on 6/9/2009 3:17:27 PM 



Chrom Perfect Chromatogram Report 

1200 -

1000 

8 0 0 

6 0 0 -

4 0 0 

200 

£5 
±. If) 

1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0018.RAW 
Sample Name = CCS 
Date Taken = 6/9/2009 3:32:21 PM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohoW.cal 

2 .5 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

4 
8 
9 

2.73 
3.58 
4.03 

Ethanol 
t-Butanol 
n-Propanol 

3 .0 3 .5 4 . 0 

Today's Time = 3:32:26 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Area 

521642 
1553514 
2025727 

4 . 5 5 .0 

Amount 
% WTA/OL 

0.1071 
0.9520 
1.0000 

Printed on 6/9/2009 3:32:26 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 H 

6 0 0 H 

4 0 0 - \ 

200 H 

CO 
CO 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0019.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/9/2009 3:47:35 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2 . 5 3 .0 

Today's Time = 3:47:45 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
6 
8 
9 

2.73 
3.10 
3.58 
4.03 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

540097 
15801 

1707662 
2140162 

0.1050 
<0.005 
0.9905 
1.0000 

0.0857 
0.0005 
0.8084 
0.8162 

Printed on 6/9/2009 3:47:48 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 0 

8 0 0 H 

6 0 0 -

4 0 0 -

2 0 0 

OH 

t CO 5 CO 

1.0 

Format File Name 

1.5 2 .0 

simsoln-JFH.met.FMT 
2 .5 3 .0 3 .5 4 . 0 4 . 5 5 .0 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0020.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/9/2009 4:02:35 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 4:02:41 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Amount Headspace 
% WTA/OL Conversion 

4 
6 
8 
9 

2.73 
3.10 
3.58 
4.03 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

564817 
16646 

1805759 
2249511 

0.1044 
<0.005 
0.9965 
1.0000 

0.0852 
0.0005 
0.8133 
0.8162 

Printed on 6/9/2009 4:02:42 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0021.FlAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/9/2009 4:17:24 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3.0 3 .5 4 . 0 4 . 5 5 .0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 4:17:33 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Amount Headspace 
% WTA/OL Conversion 

4 
6 
7 
8 

2.73 
3.10 
3.58 
4.03 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

546620 
15573 

1744003 
2182220 

0.1042 
<0.005 
0.9921 
1.0000 

0.0850 
0.0005 
0.8097 
0.8162 

Printed on 6/9/2009 4:17:33 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 

8 0 0 

6 0 0 H 

4 0 0 

2 0 0 H 

1.0 1.5 2 .0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0022.FlAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/9/2009 4:32:25 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2 .5 

Today's Time = 4:32:32 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
6 
7 
8 

2.73 
3.10 
3.58 
4.03 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

537925 
15030 

1707353 
2144900 

0.1043 
<0.005 
0.9881 
1.0000 

0.0851 
0.0005 
0.8065 
0.8162 

Printed on 6/9/2009 4:32:33 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0023.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/9/2009 4:47:27 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 .5 3 .0 3 .5 4 . 0 4 . 5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 4:47:39 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Amount Headspace 
% WTA/OL Conversion 

3 2.73 Ethanol 553218 
5 3.10 Acetone 13997 
7 3.58 t-Butanol 1756967 
8 4.03 n-Propanoi 2188576 

0.1051 
<0.005 
0.9965 
1.0000 

0.0858 
0.0004 
0.8134 
0.8162 

Printed on 6/9/2009 4:47:41 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 H 

6 0 0 

4 0 0 A 

2 0 0 
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1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0024.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/9/2009 5:02:28 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2 .5 3 .0 3 .5 4 . 0 4 .5 5 .0 

Today's Time = 5:02:31 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
6 
7 
8 

2.73 
3.10 
3.58 
4.03 

Ethanol 
Acetone 
t-Butano! 
n-Propanol 

540974 
18578 

1685056 
2131029 

0.1056 
<0.005 
0.9815 
1.0000 

0.0862 
0.0006 
0.8011 
0.8162 

Printed on 6/9/2009 5:02:32 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 
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6 0 0 A 
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200 A 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0025. RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/9/2009 5:17:30 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 .5 3 .0 3 .5 4 . 0 4 . 5 5 .0 

Today's Time = 5:17:33 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 2.73 Ethanol 534919 
6 3.10 Acetone 12197 
7 3.58 t-Butanol 1674021 
8 4.03 n-Propanol 2116950 

0.1051 
<0.005 
0.9816 
1.0000 

0.0858 
0.0004 
0.8012 
0.8162 

Printed on 6/9/2009 5:17:33 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 H 

6 0 0 

4 0 0 H 
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1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0026.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/9/2009 5:32:31 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 .5 3.0 3 .5 4 . 0 4 . 5 5 .0 

Today's Time = 5:32:38 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 2.73 Ethanol 561450 
6 3.10 Acetone 63699 
8 3.58 t-Butanol 1745478 
9 4.03 n-Propanol 2187589 

0.1068 
<0.005 
0.9905 
1.0000 

0.0871 
0.0020 
0.8084 
0.8162 

Printed on 6/9/2009 5:32:38 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

l o o o H 

8 0 0 

6 0 0 H 

4 0 0 

2 0 0 

c 

-
OO 
IT) 

-

CO 

CO 

- 
IN

T
+

 

-S
B

N
 

)-
3

.0
9
 

1,1 r -
 I
N

T
-

1 — 1 1 i — i i i i i 

. , , , 1 1 1 1 1 1 1 1 1 1 1 1 1 

1.0 

Format File Name ; 

1.5 2 . 0 

simsoln-JFH.met.FMT 
2 .5 3 .0 3 .5 4 . 0 4 . 5 5 .0 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0027.PvAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/9/2009 5:47:34 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Today's Time = 5:47:43 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
6 
7 
8 

2.73 
3.09 
3.58 
4.03 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

588816 
41295 

1749413 
2182330 

0.1122 
<0.005 
0.9951 
1.0000 

0.0916 
0.0013 
0.8122 
0.8162 

Printed on 6/9/2009 5:47:45 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

6 0 0 H 

4 0 0 H 

2 0 0 

1.0 1.5 2 .0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0028.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/9/2009 6:02:33 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 
Number (min) Name 

Today's Time = 6:02:35 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 2.73 Ethanol 557440 
6 3.10 Acetone 56413 
7 3.58 t-Butanol 1777901 
8 4.03 n-Propanol 2213046 

0.1048 
<0.005 
0.9972 
1.0000 

0.0855 
0.0018 
0.8140 
0.8162 

Printed on 6/9/2009 6:02:36 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name 

1.5 2 . 0 

simsoln-JFH.met.FMT 
2 . 5 3.0 3 .5 4 . 0 4 .5 5 .0 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0029.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/9/2009 6:17:34 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Today's Time = 6:17:39 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
6 
7 
8 

2.73 
3.10 
3.58 
4.03 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

554299 
59394 

1770760 
2213320 

0.1042 
<0.005 
0.9931 
1.0000 

0.0850 
0.0019 
0.8106 
0.8162 

Printed on 6/9/2009 6:17:39 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 
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6 0 0 H 

4 0 0 

200 H 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0030.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/9/2009 6:32:34 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 
Number 

Area 
(min) Name 

Today's Time = 6:32:36 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Amount Headspace 
% WTA/OL Conversion 

4 2.73 Ethanol 554058 
6 3.10 Acetone 52116 
8 3.58 t-Butanol 1759608 
9 4.03 n-Propanol 2200206 

0.1047 
<0.005 
0.9927 
1.0000 

0.0855 
0.0017 
0.8103 
0.8162 

Printed on 6/9/2009 6:32:37 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0031.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/9/2009 6:47:48 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2 . 5 3 .0 3 .5 4 . 0 4 . 5 5 .0 

Today's Time = 6:47:56 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
6 
7 
8 

2.73 
3.10 
3.58 
4.03 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

579123 
50365 

1690454 
2126048 

0.1133 
<0.005 
0.9870 
1.0000 

0.0925 
0.0017 
0.8056 
0.8162 

Printed on 6/9/2009 6:47:58 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name 
1.5 2 .0 

simsoln-JFH.met.FMT 
2 . 5 3 .0 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0032.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/9/2009 7:02:49 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 7:02:54 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
6 
7 
8 

2.73 
3.10 
3.58 
4.03 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

566501 
59991 

1784380 
2226082 

0.1059 
<0.005 
0.9950 
1.0000 

0.0864 
0.0019 
0.8121 
0.8162 

Printed on 6/9/2009 7:02:55 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2 . 0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0033.RAW 
Sample Name = CCS 
Date Taken = 6/9/2009 7:17:39 PM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal 

2 . 5 3.0 3 .5 4 . 0 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 7:17:46 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Area 

4 . 5 5 .0 

Amount 
% WTA/OL 

4 
8 
9 

2.74 
3.58 
4.03 

Ethanol 
t-Butanol 
n-Propanol 

489306 
1568001 
1991112 

0.1022 
0.9775 
1.0000 

Printed on 6/9/2009 7:17:46 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 6/9/2009 
Bound File Name = Sim060909.0034.RAW 
Sample Name = CCS 
Date Taken = 6/9/2009 7:32:40 PM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal 

2 . 5 3.0 3 .5 4 . 0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 7:32:49 PM 

VDH Headspace Alcohol 

Calibration Version = 1 

Area 

4 .5 5.0 

Amount 
% WTA/OL 

4 
8 
9 

2.74 
3.58 
4.03 

Ethanol 
t-Butanol 
n-Propanol 

522304 
1541078 
1973505 

0.1101 
0.9693 
1.0000 

Printed on 6/9/2009 7:32:49 PM Page 1 of 1 



Chrom Perfect Calibration File 

File Name: C:\Alcohol Data\Sim060109\BloodAlcohol4.cal 

Version: 118 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 5000 
Reference peak area rej ect threshol d: 0 
Amount units: 
No default component 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

Al l levels are normal data points. 

Ethanol 

0.00 0.20 0.30 
Amount Ratio 

Expected retention.time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.550786 X + 0 

Linear fit with equal weighting, forced to origin 

2.6 minutes 
0.1 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Coefficient of determination: 
Average error: 
Average CF: 
RSD: 

0.9997542 
2.152% 
2.089576 
55.977% 

Leve l A m o u n t Response C a l F a c t o r E r r o r , % A m o u n t R a t i o Response R a t i o 

1 0 (0 ) — 0.000 0 0 

2 0.0296 169931.9 5740943 6.077 0.0296 8.009184E-02 

3 0.1022 606038.2 5929924 2.222 0.1022 0.2664833 

4 0.212 1199833 5659590 1.878 0.212 0.5509219 

5 0.4402 2513863 5710729 -0.583 0.4402 1.116312 

Sou rce 

M a n u a l 

C : \A lcoho l Da ta \A lc052209\A lc052209( 1 ) .0003.BND 

C: \A lcoho l Da ta \A lc052209 \A lc052209( l ) .0004.BND 

C: \A lcoho l Da ta \A l c052209 \A l c052209 ( l ) . 0005 .BND 

C: \A lcoho l Da ta \A l c052209 \A l c052209 ( l ) . 0006 .BND 

D a t e and t i m e 

4/11/2005 10:03:40 A M 

5/26/2009 12:45:21 P M 

5/26/2009 1 

5/26/2009 1 

5/26/2009 1 

00:25 P M 

15:25 P M 

30:25 P M 

Printed on 6/2/2009 2:46:41 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200-

1000-

8 0 0 -

6 0 0 -

4 0 0 H 

200 H 

1.0 

Format File Name 

1.5 2.0 

Alcohol4-JFH.met.FMT 
2 .5 3 .0 3 .5 4 . 0 4 . 5 5 .0 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0017.RAW 
Sample Name = CCS 
Date Taken = 6/1/2009 8:07:55 PM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak 
Number (min) Name 

Today's Time = 8:07:57 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Area Amount 
% WTA/OL 

4 
5 
7 
8 

2.59 
2.88 
3.45 
3.93 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

594028 
05590 

1630862 
2217161 

0.1050 
<0.005 
0.8833 
1.0000 

Printed on 6/1/2009 8:07:57 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200 

1000 

8 0 0 

6 0 0 H 

4 0 0 

200 

O H 

1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0018.RAW 
Sample Name = CCS 
Date Taken = 6/1/2009 8:22:54 PM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 .0 3 .5 4 . 0 4 . 5 

Peak Ret Time 
Number (min) 

4 
6 
7 

2.59 
3.45 
3.93 

Peak 
Name 

Today's Time = 8:22:58 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Area 

5 .0 

Ethanol 
t-Butanol 
n-Propanol 

586900 
1690440 
2189541 

Amount 
% WTA/OL 

0.1051 
0.9272 
1.0000 

Printed on 6/1/2009 8:22:59 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

6 0 0 

4 0 0 -

2 0 0 

OH 

( 
( 

i> 
> 

< > 

If) 

CD 

CN 

A 

-I
N

T
+

 

-S
B

N
 

-
 

2.
88

 1 J z 

1 — 1
 1 — - 1 r i — i i i 

1.0 1.5 2 .0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0019.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/1/2009 8:38:07 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 .5 3.0 3 .5 4 . 0 4 . 5 5 .0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 8:38:13 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Amount Headspace 
% WTA/OL Conversion 

4 2.59 Ethanol 585592 
5 2.88 Acetone 05207 
7 3.45 t-Butanol 1872952 
8 3.93 n-Propanol 2327248 

0.0986 
<0.005 
0.9665 
1.0000 

0.0805 
0.0001 
0.7888 
0.8162 

Printed on 6/1/2009 8:38:14 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 0 -

8 0 0 -

-
 -

 
3.

46
 

6 0 0 -

4 0 0 -

-2
.5

9
 

2 0 0 - k '-
 

2.
88

 ( i , 1 L -
0 -

, 1 , I I I I l 

1.0 1.5 2 . 0 2 .5 3 .0 3 .5 4 . 0 4 . 5 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0020.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/1/2009 8:53:09 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 8:53:18 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
5 
7 

2.59 
2.88 
3.46 

Ethanol 
Acetone 
t-Butanol 

579402 
05575 

1848806 
3.93 n-Propanol 2299960 

0.0988 
<0.005 
0.9653 
1.0000 

0.0806 
0.0001 
0.7879 
0.8162 

Printed on 6/1/2009 8:53:20 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 C H 

8 0 0 -

6 0 0 

4 0 0 -

2 0 0 H 

CO 

co 

1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0021.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/1/2009 9:07:57 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 .0 3.5 4 . 0 4 .5 5 .0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 9:07:58 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Area Amount 
% WTA/OL 

4 2.59 Ethanol 576291 
5 2.88 Acetone 05602 
7 3.45 t-Butanol 1839054 
8 3.93 n-Propanol 2266204 

0.0997 
<0.005 
0.9746 
1.0000 

Headspace 
Conversion 

0.0001 
0.7954 
0.8162 

Printed on 6/1/2009 9:07:58 PM Page 1 o f ' 



Chrom Perfect Chromatogram Report 

1 0 0 0 

8 0 0 H 

6 0 0 H 

4 0 0 H 

2 0 0 

1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0022.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/1/2009 9:22:58 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 9:23:03 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 
5 
7 
8 

2.59 
2.88 
3.46 
3.93 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

583925 
05154 

1884834 
2303691 

0.0994 
<0.005 
0.9826 
1.0000 

0.0811 
0.0001 
0.8020 
0.8162 

Printed on 6/1/2009 9:23:04 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 

8 0 0 H 

6 0 0 

4 0 0 H 

2 0 0 

OH 

1.0 

Format File Name : 

1.5 2 .0 

simsoln-JFH.met.FMT 
2 . 5 3 .0 3.5 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0023.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/1/2009 9:37:59 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 9:38:02 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Amount Headspace 
% WTA/OL Conversion 

4 
5 
7 
8 

2.59 
2.88 
3.46 
3.93 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

590367 
05200 

1900585 
2334175 

0.0992 
<0.005 
0.9778 
1.0000 

0.0809 
0.0001 
0.7981 
0.8162 

Printed on 6/1/2009 9:38:03 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 0 

8 0 0 

6 0 0 H 

4 0 0 

2 0 0 

OH 

1.0 1.5 2 .0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0024.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/1/2009 9:53:01 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2 .5 3 .0 3 .5 4 . 0 4 .5 5 .0 

Today's Time = 9:53:11 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

4 2.60 Ethanol 575683 
5 2.88 Acetone 05778 
7 3.46 t-Butanoi 1834280 
8 3.93 n-Propanol 2268215 

0.0995 
<0.005 
0.9712 
1.0000 

0.0812 
0.0001 
0.7927 
0.8162 

Printed on 6/1/2009 9:53:13 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

6 0 0 H 

4 0 0 H 

2 0 0 

OH 

1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0025.RAW 
Sample Name = 0.08 Sim DMR 
Date Taken = 6/1/2009 10:08:03 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 .0 3 .5 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 10:08:07 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Amount Headspace 
% WTA/OL Conversion 

4 2.59 Ethanol 582614 
7 3.46 t-Butanol 1836301 
8 3.93 n-Propanol 2314460 

0.0987 0.0805 
0.9528 0.7777 
1.0000 0.8162 

Printed on 6/1/2009 10:08:07 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 0 -

8 0 0 -
C D 

-
C O 

6 0 0 -

4 0 0 -
O 
C D 
o j 

2 0 0 - A 
i z ] 

z 
? w . . l \ , , , / V , ) 

0 -
i 1 ' 1 1 • i r r i i 

, , , , , 1 1 1 1 1 1 ' 1 1 ! 1 

1.0 1.5 2 .0 2 . 5 3.0 3 .5 4 . 0 4 . 5 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0026.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/1/2009 10:23:04 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 10:23:10 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Amount Headspace 
% WTA/OL Conversion 

4 2.60 Ethanol 570898 
7 3.46 t-Butanol 1827239 
8 3.93 n-Propanol 2275790 

0.0983 
0.9642 
1.0000 

0.0803 
0.7870 
0.8162 

Printed on 6/1/2009 10:23:11 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 0 H 

8 0 0 -

6 0 0 H 

4 0 0 H 

2 0 0 -

1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0027.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/1/2009 10:38:05 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 

2 .5 3 .0 3 .5 4 . 0 4 . 5 5 .0 

Area 
Number (min) Name 

Today's Time = 10:38:09 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Amount Headspace 
% WTA/OL Conversion 

4 2.60 Ethanol 575846 
5 2.88 Acetone 05279 
7 3.46 t-Butanol 1898701 
8 3.93 n-Propanol 2380011 

0.0949 
<0.005 
0.9581 
1.0000 

0.0774 
0.0001 
0.7820 
0.8162 

Printed on 6/1/2009 10:38:10 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 H 

6 0 0 

4 0 0 

2 0 0 

OH 

1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0028.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/1/2009 10:53:07 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 10:53:17 PM 

VDH Headspace Alcohol 

Calibration Version =.118 

Amount Headspace 
% WTA/OL Conversion 

4 
5 
7 
8 

2.60 
2.88 
3.46 
3.93 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

601527 
05629 

1956311 
2443527 

0.0965 
<0.005 
0.9615 
1.0000 

0.0788 
0.0001 
0.7847 
0.8162 

Printed on 6/1/2009 10:53:18 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 0 H 

8 0 0 

6 0 0 H 

4 0 0 

2 0 0 H 

1.0 

Format File Name : 

1.5 2 . 0 

simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0029.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/1/2009 11:08:07 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 
Number (min) Name 

Area 

Today's Time = 11:08:11 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Amount Headspace 
% WTA/OL Conversion 

4 2.60 Ethanol 601129 
5 2.88 Acetone 05279 
7 3.46 t-Butanol 1948322 
8 3.93 n-Propanol 2434950 

0.0968 
<0.005 
0.9609 
1.0000 

0.0790 
0.0001 
0.7843 
0.8162 

Printed on 6/1/2009 11:08:11 PM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0030.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/1/2009 11:23:07 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak 
Number (min) Name 

4 2^60 
5 2.88 
7 3.46 
8 3.93 

Today's Time = 11:23:10 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Area Amount Headspace 
% WTA/OL Conversion 

0.0969 O079T 
<0.005 0.0001 
0.9575 0.7815 
1.0000 0.8162 

Ethanol 594956 
Acetone 05269 
t-Butanol 1919615 
n-Propanol 2407737 

Printed on 6/1/2009 11:23:10 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 0 H 

8 0 0 H 

6 0 0 

4 0 0 

2 0 0 H 

1.0 1.5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0031.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/1/2009 11:38:20 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 11:38:23 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Amount Headspace 
% WT/VOL Conversion 

4 2.60 Ethanol 577422 
5 2.88 Acetone 05410 
7 3.46 t-Butanol 1878576 
8 3.93 n-Propanol 2350905 

0.0963 
<0.005 
0.9596 
1.0000 

0.0786 
0.0001 
0.7833 
0.8162 

Printed on 6/1/2009 11:38:23 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2 .0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 6/1/2009 
Bound File Name = Sim060109.0032.RAW 
Sample Name = 0.08 Sim ALB 
Date Taken = 6/1/2009 11:53:21 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 .5 3 .0 3.5 4 . 0 4 . 5 5 .0 

Peak 
Number 

4 
5 
7 
8 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 11:53:28 PM 

VDH Headspace Alcohol 

Calibration Version = 118 

Amount Headspace 
% WTA/OL Conversion 

2.60 
2.88 
3.46 
3.93 

Ethanol 
Acetone 
t-Butanol 
n-Propanol 

587923 
05096 

1884417 
2339264 

0.0985 
<0.005 
0.9674 
1.0000 

0.0804 
0.0001 
0.7896 
0.8162 

Printed on 6/1/2009 11:53:30 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 2 0 0 -

CO 
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1 0 0 0 -
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8 0 0 -

6 0 0 -
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4 0 0 -

2
.6

0
 

2 0 0 -

t CO 
± . CO .. /I, I 

0 -

1.0 

Format File Name : 

1.5 2 .0 

: Alcohol4-JFH.met.FMT 
2 .5 3.0 3 .5 4 . 0 4 .5 5 .0 

Today's Date = 6/2/2009 
Bound File Name = Sim060109.0033.RAW 
Sample Name = CCS 
Date Taken = 6/2/2009 12:08:10 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 12:08:16 AM 

VDH Headspace Alcohol 

Calibration Version = 118 

Area Amount 
% WTA/OL 

5 
8 
9 

2.60 
3.46 
3.93 

Ethanol 
t-Butanol 
n-Propanol 

498358 
1210600 
1611873 

0.1212 
0.9019 
1.0000 

Printed on 6/2/2009 12:08:17 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name 
1.5 2 . 0 

Alcohol4-JFH.met.FMT 
2 .5 3 .0 3 .5 4 . 0 4 . 5 5 .0 

Today's Date = 6/2/2009 
Bound File Name = Sim060109.0034.RAW 
Sample Name = CCS 
Date Taken = 6/2/2009 12:23:12 AM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 12:23:20 AM 

VDH Headspace Alcohol 

Calibration Version = 118 

Area 

5 
8 
9 

2.60 
3.46 
3.93 

Ethanol 
t-Butanol 
n-Propanol 

536820 
1388050 
1800605 

Amount 
% WTA/OL 

0.1169 
0.9258 
1.0000 

Printed on 6/2/2009 12:23:20 AM Page 1 of 1 


